
February 17, 2014

Accutest Laboratories
Muna Mohammed

Dear Muna Mohammed:

RE: FA12080X
Order No.: 14020047

FAX: 407-425-0707
TEL: 407-425-6700

4405 Vineland Road Suite C-15
Orlando, FL 32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Summit Environmental Technologies, Inc. received 2 sample(s) on 2/1/2014 for the analyses 
presented in the following report.

Dr. Mo Osman

There were no problems with the analytical events associated with this report unless noted in the 
Case Narrative.  

Quality control data is within laboratory defined or method specified acceptance limits except 
where noted.

If you have any questions regarding these tests results, please feel free to call the laboratory.

Sincerely,

Project Manager
3310 Win St.
Cuyahoga Falls, Ohio 44223

A2LA 0724.01, Alabama 41600, Arkansas 88-0735, California 07256CA, Colorado, Connecticut PH-0105, Delaware, Florida NELAC E87688, Georgia 
E87688 and 943, Idaho OH00923, Illinois 200061 and Reg.5, Indiana C-OH-13, Kansas E-10347, Kentucky (underground Storage Tank) 3, Kentucky 
90146,  Louisiana 04061 and LA12004, Maine 2012015, Maryland 339, Massachusetts M-OPH923, Minnesota 409711, Montana CERT0099, New 
Hampshire 2996, New Jersey OH006, New York 11777, North Carolina 39705 and 631, Ohio 4170, Ohio VAP CL0052, Oklahoma 9940, Oregon 
OH200001, Pennsylvania 68-01335, Rhode Island LA000317, South Carolina 92016001, Tennessee TN04018, Texas T104704466-11-5, Region 8 8TMS-
L, USDA/APHIS P330-11-00244, Utah OH009232011-1, Vermont VT-87688, Virginia 00440 and 1581, Washington C891, West Virginia 248 and 9957C 
and E87688, Wisconsin 399013010
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Project: FA12080X
CLIENT: Accutest Laboratories

Lab SampleID Client Sample ID Tag No Date ReceivedDate Collected

17-Feb-14

Workorder
Sample Summary

14020047WO#:

Matrix

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

14020047-001 FA12080-10X 1/28/2014 5:00:00 PM 2/1/2014 11:00:00 AM Non-Potable 
Water

14020047-002 FA12080-11X 1/28/2014 5:00:00 PM 2/1/2014 11:00:00 AM Non-Potable 
Water
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2/17/2014

14020047
Date Reported:

WO#:

Address: 4405 Vineland Road Suite C-15
Company: Accutest Laboratories

Orla FL 3281

Received: 2/1/2014
Project#: FA12080X

Orlando FL  32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Analyte Result Units DFClient ID# Lab ID# Collected Matrix Method AnalystRunLOD LOQQual

2378-TCDF 2/11/20141.0pg/L 187 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

0.81

12378-PeCDF 2/11/20145.0pg/L 1ND CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

2.3

23478-PeCDF 2/11/20145.0pg/L 18.2 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

3.7

123478-HxCDF 2/11/20145.0pg/L 115 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

3.7

123678-HxCDF 2/11/20145.0pg/L 112 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

3.1

234678-HxCDF 2/11/20145.0pg/L 111 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

3.5

123789-HxCDF 2/11/20145.0pg/L 1ND CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

2.7

1234678-HpCDF 2/11/20145.0pg/L 1210 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

2.4

1234789-HpCDF 2/11/20145.0pg/L 114 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

9.6

OCDF 2/11/201410pg/L 1710 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

8.8

2378-TCDD 2/11/20141.0pg/L 19.7 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

0.75

12378-PeCDD 2/11/20145.0pg/L 19.8 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

4.0

123478-HxCDD 2/11/20145.0pg/L 111 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

4.5

123678-HxCDD 2/11/20145.0pg/L 128 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

2.5

123789HxCDD 2/11/20145.0pg/L 19.9 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

4.4

1234678-HpCDD 2/11/20145.0pg/L 11100 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

2.9

OCDD 2/11/201410pg/L 19400 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.8

    Surr: 13C-2378-TCDF 2/11/201422-152%REC 140.7 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-12378-PeCDF 2/11/201421-192%REC 145.1 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-23478-PeCDF 2/11/201413-328%REC 141.7 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

Page 3 of 16

http://www.settek.com


2/17/2014

14020047
Date Reported:

WO#:

Address: 4405 Vineland Road Suite C-15
Company: Accutest Laboratories

Orla FL 3281

Received: 2/1/2014
Project#: FA12080X

Orlando FL  32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Analyte Result Units DFClient ID# Lab ID# Collected Matrix Method AnalystRunLOD LOQQual

    Surr: 13C-123478-
HxCDF

2/11/201419-202%REC 147.5 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123678-
HxCDF

2/11/201421-159%REC 144.5 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-234678-
HxCDF

2/11/201417-205%REC 144.3 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123789-
HxCDF

2/11/201422-176%REC 146.8 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234678-
HpCDF

2/11/201421-158%REC 149.5 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234789-
HpCDF

2/11/201420-186%REC 147.3 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234-TCDD 2/11/2014100-100%REC 1100 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-2378-TCDD 2/11/201420-175%REC 144.3 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-12378-PeCDD 2/11/201421-227%REC 138.2 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123478-
HxCDD

2/11/201421-193%REC 137.3 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123678-
HxCDD

2/11/201425-163%REC 138.9 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234678-
HpCDD

2/11/201426-166%REC 137.1 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-OCDD 2/11/201413-199%REC 117.4 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123789-
HxCDD

2/11/2014100-100%REC 1100 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

    Surr: 37Cl-2378-TCDD 2/11/201435-137%REC 1116 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

Totals-Tetrafurans 2/11/20145.0pg/L 1260 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

Totals-Tetradioxins 2/11/20145.0pg/L 19.7 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

Totals-Pentafurans 2/11/20145.0pg/L 1110 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

Totals-Pentadioxins 2/11/20145.0pg/L 19.8 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

Totals-Hexafurans 2/11/20145.0pg/L 149 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0
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2/17/2014

14020047
Date Reported:

WO#:

Address: 4405 Vineland Road Suite C-15
Company: Accutest Laboratories

Orla FL 3281

Received: 2/1/2014
Project#: FA12080X

Orlando FL  32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Analyte Result Units DFClient ID# Lab ID# Collected Matrix Method AnalystRunLOD LOQQual

Totals-Hexadioxins 2/11/20145.0pg/L 1140 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

Totals-Heptafurans 2/11/20145.0pg/L 1600 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

Totals-Heptadioxins 2/11/20145.0pg/L 12200 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water

5.0

TEQ 2/11/2014pg/L 155 CM001 EPA 1613 BFA12080-10X 1/28/2014 Non-Potable 
Water
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2/17/2014

14020047
Date Reported:

WO#:

Address: 4405 Vineland Road Suite C-15
Company: Accutest Laboratories

Orla FL 3281

Received: 2/1/2014
Project#: FA12080X

Orlando FL  32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Analyte Result Units DFClient ID# Lab ID# Collected Matrix Method AnalystRunLOD LOQQual

2378-TCDF 2/11/20141.0pg/L 146 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

0.81

12378-PeCDF 2/11/20145.0pg/L 1ND CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

2.3

23478-PeCDF 2/11/20145.0pg/L 15.7 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

3.7

123478-HxCDF 2/11/20145.0pg/L 112 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

3.7

123678-HxCDF 2/11/20145.0pg/L 111 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

3.1

234678-HxCDF 2/11/20145.0pg/L 19.2 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

3.5

123789-HxCDF 2/11/20145.0pg/L 1ND CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

2.7

1234678-HpCDF 2/11/20145.0pg/L 1180 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

2.4

1234789-HpCDF 2/11/20145.0pg/L 114 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

9.6

OCDF 2/11/201410pg/L 1480 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

8.8

2378-TCDD 2/11/20141.0pg/L 1ND CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

0.75

12378-PeCDD 2/11/20145.0pg/L 110 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

4.0

123478-HxCDD 2/11/20145.0pg/L 116 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

4.5

123678-HxCDD 2/11/20145.0pg/L 141 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

2.5

123789HxCDD 2/11/20145.0pg/L 121 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

4.4

1234678-HpCDD 2/11/20145.0pg/L 11500 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

2.9

OCDD 2/11/201410pg/L 112000 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.8

    Surr: 13C-2378-TCDF 2/11/201422-152%REC 160.5 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-12378-PeCDF 2/11/201421-192%REC 161.2 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-23478-PeCDF 2/11/201413-328%REC 157.6 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water
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2/17/2014

14020047
Date Reported:

WO#:

Address: 4405 Vineland Road Suite C-15
Company: Accutest Laboratories

Orla FL 3281

Received: 2/1/2014
Project#: FA12080X

Orlando FL  32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Analyte Result Units DFClient ID# Lab ID# Collected Matrix Method AnalystRunLOD LOQQual

    Surr: 13C-123478-
HxCDF

2/11/201419-202%REC 173.6 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123678-
HxCDF

2/11/201421-159%REC 165.0 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-234678-
HxCDF

2/11/201417-205%REC 163.8 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123789-
HxCDF

2/11/201422-176%REC 174.9 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234678-
HpCDF

2/11/201421-158%REC 171.3 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234789-
HpCDF

2/11/201420-186%REC 170.0 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234-TCDD 2/11/2014100-100%REC 1100 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-2378-TCDD 2/11/201420-175%REC 168.7 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-12378-PeCDD 2/11/201421-227%REC 155.6 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123478-
HxCDD

2/11/201421-193%REC 156.3 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123678-
HxCDD

2/11/201425-163%REC 157.0 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-1234678-
HpCDD

2/11/201426-166%REC 157.9 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-OCDD 2/11/201413-199%REC 125.5 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 13C-123789-
HxCDD

2/11/2014100-100%REC 1100 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

    Surr: 37Cl-2378-TCDD 2/11/201435-137%REC 1108 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

Totals-Tetrafurans 2/11/20145.0pg/L 1160 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

Totals-Tetradioxins 2/11/20145.0pg/L 1ND CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

Totals-Pentafurans 2/11/20145.0pg/L 174 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

Totals-Pentadioxins 2/11/20145.0pg/L 118 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

Totals-Hexafurans 2/11/20145.0pg/L 146 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0
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2/17/2014

14020047
Date Reported:

WO#:

Address: 4405 Vineland Road Suite C-15
Company: Accutest Laboratories

Orla FL 3281

Received: 2/1/2014
Project#: FA12080X

Orlando FL  32811

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Analyte Result Units DFClient ID# Lab ID# Collected Matrix Method AnalystRunLOD LOQQual

Totals-Hexadioxins 2/11/20145.0pg/L 1270 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

Totals-Heptafurans 2/11/20145.0pg/L 1500 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

Totals-Heptadioxins 2/11/20145.0pg/L 13500 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water

5.0

TEQ 2/11/2014pg/L 150 CM002 EPA 1613 BFA12080-11X 1/28/2014 Non-Potable 
Water
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Project: FA12080X
Client: Accutest Laboratories

TestCode: DX-Full_NPW(1613)

17-Feb-14

QC SUMMARY REPORT
14020047WO#:

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Sample ID LCS-R13206

Batch ID: 3176 TestNo: E1613 Analysis Date: 2/14/2014

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: ng/mL

PQL

Client ID: LCSW

RunNo: 13206

SeqNo: 148965

LCSSampType: TestCode: DX-Full_NPW

E1613

2378-TCDF 10.00 106 75 1581.0 011
12378-PeCDF 50.00 104 80 1345.0 052
23478-PeCDF 50.00 101 68 1605.0 050
123478-HxCDF 50.00 87.1 72 1345.0 044
123678-HxCDF 50.00 95.8 84 1305.0 048
234678-HxCDF 50.00 97.0 70 1565.0 049
123789-HxCDF 50.00 92.8 78 1305.0 046
1234678-HpCDF 50.00 88.1 82 1225.0 044
1234789-HpCDF 50.00 90.8 78 1385.0 045
OCDF 100.0 103 63 17010 0100
2378-TCDD 10.00 92.4 67 1581.0 09.2
12378-PeCDD 50.00 97.4 70 1425.0 049
123478-HxCDD 50.00 101 70 1645.0 051
123678-HxCDD 50.00 103 70 1345.0 051
123789HxCDD 50.00 107 64 1625.0 053
1234678-HpCDD 50.00 106 70 1405.0 053
OCDD 100.0 93.7 78 14410 094
    Surr: 13C-2378-TCDF 100.0 97.3 22 15297
    Surr: 13C-12378-PeCDF 100.0 101 21 192100
    Surr: 13C-23478-PeCDF 100.0 104 13 328100
    Surr: 13C-123478-HxCDF 100.0 97.4 19 20297
    Surr: 13C-123678-HxCDF 100.0 51.7 21 15952
    Surr: 13C-234678-HxCDF 100.0 107 17 205110
    Surr: 13C-123789-HxCDF 100.0 116 22 176120
    Surr: 13C-1234678-HpCDF 100.0 113 21 158110
    Surr: 13C-1234789-HpCDF 100.0 117 20 186120

Qualifiers:   

Original 

* Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C Value is below Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND Not Detected at the Reporting Limit O RSD is greater than RSDlimit
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits

RL Reporting Detection Limit S Spike Recovery outside accepted recovery limits U Samples with CalcVal < MDL
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Project: FA12080X
Client: Accutest Laboratories

TestCode: DX-Full_NPW(1613)

17-Feb-14

QC SUMMARY REPORT
14020047WO#:

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Sample ID LCS-R13206

Batch ID: 3176 TestNo: E1613 Analysis Date: 2/14/2014

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: ng/mL

PQL

Client ID: LCSW

RunNo: 13206

SeqNo: 148965

LCSSampType: TestCode: DX-Full_NPW

E1613

    Surr: 13C-1234-TCDD 100.0 100 100 100100
    Surr: 13C-2378-TCDD 100.0 103 20 175100
    Surr: 13C-12378-PeCDD 100.0 100 21 227100
    Surr: 13C-123478-HxCDD 100.0 90.3 21 19390
    Surr: 13C-123678-HxCDD 100.0 94.6 25 16395
    Surr: 13C-1234678-HpCDD 100.0 103 26 166100
    Surr: 13C-OCDD 200.0 50.9 13 199100
    Surr: 13C-123789-HxCDD 100.0 100 100 100100
    Surr: 37Cl-2378-TCDD 100.0 94.0 31 19194

Sample ID LCSD-R13206

Batch ID: 3176 TestNo: E1613 Analysis Date: 2/14/2014

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: ng/mL

PQL

Client ID: LCSS02

RunNo: 13206

SeqNo: 148966

LCSDSampType: TestCode: DX-Full_NPW

E1613

2378-TCDF 10.00 115 75 158 201.0 0 10.57 8.1811
12378-PeCDF 50.00 117 80 134 205.0 0 51.79 12.259
23478-PeCDF 50.00 106 68 160 205.0 0 50.32 5.5853
123478-HxCDF 50.00 94.0 72 134 205.0 0 43.56 7.6147
123678-HxCDF 50.00 107 84 130 205.0 0 47.91 11.154
234678-HxCDF 50.00 102 70 156 205.0 0 48.51 5.1951
123789-HxCDF 50.00 98.5 78 130 205.0 0 46.41 5.9349
1234678-HpCDF 50.00 92.0 82 122 205.0 0 44.04 4.3646
1234789-HpCDF 50.00 96.2 78 138 205.0 0 45.39 5.7748
OCDF 100.0 114 63 170 2010 0 102.8 10.3110

Qualifiers:   

Original 

* Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C Value is below Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND Not Detected at the Reporting Limit O RSD is greater than RSDlimit
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits

RL Reporting Detection Limit S Spike Recovery outside accepted recovery limits U Samples with CalcVal < MDL
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Project: FA12080X
Client: Accutest Laboratories

TestCode: DX-Full_NPW(1613)

17-Feb-14

QC SUMMARY REPORT
14020047WO#:

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Sample ID LCSD-R13206

Batch ID: 3176 TestNo: E1613 Analysis Date: 2/14/2014

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: ng/mL

PQL

Client ID: LCSS02

RunNo: 13206

SeqNo: 148966

LCSDSampType: TestCode: DX-Full_NPW

E1613

2378-TCDD 10.00 94.7 67 158 201.0 0 9.241 2.499.5
12378-PeCDD 50.00 103 70 142 205.0 0 48.68 5.6051
123478-HxCDD 50.00 110 70 164 205.0 0 50.56 8.6355
123678-HxCDD 50.00 108 70 134 205.0 0 51.33 5.3854
123789HxCDD 50.00 109 64 162 205.0 0 53.36 1.9454
1234678-HpCDD 50.00 109 70 140 205.0 0 52.82 3.5355
OCDD 100.0 102 78 144 2010 0 93.68 8.50100
    Surr: 13C-2378-TCDF 100.0 96.7 22 152 0097
    Surr: 13C-12378-PeCDF 100.0 98.7 21 192 0099
    Surr: 13C-23478-PeCDF 100.0 98.0 13 328 0098
    Surr: 13C-123478-HxCDF 100.0 95.5 19 202 0096
    Surr: 13C-123678-HxCDF 100.0 98.5 21 159 0098
    Surr: 13C-234678-HxCDF 100.0 111 17 205 00110
    Surr: 13C-123789-HxCDF 100.0 117 22 176 00120
    Surr: 13C-1234678-HpCDF 100.0 119 21 158 00120
    Surr: 13C-1234789-HpCDF 100.0 124 20 186 00120
    Surr: 13C-1234-TCDD 100.0 100 100 100 00100
    Surr: 13C-2378-TCDD 100.0 102 20 175 00100
    Surr: 13C-12378-PeCDD 100.0 94.5 21 227 0094
    Surr: 13C-123478-HxCDD 100.0 98.9 21 193 0099
    Surr: 13C-123678-HxCDD 100.0 96.8 25 163 0097
    Surr: 13C-1234678-HpCDD 100.0 105 26 166 00100
    Surr: 13C-OCDD 200.0 52.6 13 199 00110
    Surr: 13C-123789-HxCDD 100.0 100 100 100 00100
    Surr: 37Cl-2378-TCDD 100.0 101 31 191 00100

Qualifiers:   

Original 

* Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C Value is below Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND Not Detected at the Reporting Limit O RSD is greater than RSDlimit
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits

RL Reporting Detection Limit S Spike Recovery outside accepted recovery limits U Samples with CalcVal < MDL
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Project: FA12080X
Client: Accutest Laboratories

TestCode: DX-Full_NPW(1613)

17-Feb-14

QC SUMMARY REPORT
14020047WO#:

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Sample ID MB-R13206

Batch ID: 3176 TestNo: E1613 Analysis Date: 2/10/2014

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: pg/L

PQL

Client ID: PBW

RunNo: 13206

SeqNo: 148967

MBLKSampType: TestCode: DX-Full_NPW

E1613

2378-TCDF 1.0ND
12378-PeCDF 5.0ND
23478-PeCDF 5.0ND
123478-HxCDF 5.0ND
123678-HxCDF 5.0ND
234678-HxCDF 5.0ND
123789-HxCDF 5.0ND
1234678-HpCDF 5.0ND
1234789-HpCDF 5.0ND
OCDF 10ND
2378-TCDD 1.0ND
12378-PeCDD 5.0ND
123478-HxCDD 5.0ND
123678-HxCDD 5.0ND
123789HxCDD 5.0ND
1234678-HpCDD 5.0ND
OCDD 10ND
Totals-Tetrafurans 5.0ND
Totals-Tetradioxins 5.0ND
Totals-Pentafurans 5.0ND
Totals-Pentadioxins 5.0ND
Totals-Hexafurans 5.0ND
Totals-Hexadioxins 5.0ND
Totals-Heptafurans 5.0ND
Totals-Heptadioxins 5.0ND
    Surr: 13C-2378-TCDF 100.0 76.0 22 15276

Qualifiers:   

Original 

* Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C Value is below Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND Not Detected at the Reporting Limit O RSD is greater than RSDlimit
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits

RL Reporting Detection Limit S Spike Recovery outside accepted recovery limits U Samples with CalcVal < MDL
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Project: FA12080X
Client: Accutest Laboratories

TestCode: DX-Full_NPW(1613)

17-Feb-14

QC SUMMARY REPORT
14020047WO#:

Summit Environmental Technologies, Inc.
3310 Win St.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com
TEL: (330) 253-8211 FAX: (330) 253-4489

Sample ID MB-R13206

Batch ID: 3176 TestNo: E1613 Analysis Date: 2/10/2014

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: pg/L

PQL

Client ID: PBW

RunNo: 13206

SeqNo: 148967

MBLKSampType: TestCode: DX-Full_NPW

E1613

    Surr: 13C-12378-PeCDF 100.0 79.8 21 19280
    Surr: 13C-23478-PeCDF 100.0 74.9 13 32875
    Surr: 13C-123478-HxCDF 100.0 118 19 202120
    Surr: 13C-123678-HxCDF 100.0 102 21 159100
    Surr: 13C-234678-HxCDF 100.0 88.1 17 20588
    Surr: 13C-123789-HxCDF 100.0 103 22 176100
    Surr: 13C-1234678-HpCDF 100.0 103 21 158100
    Surr: 13C-1234789-HpCDF 100.0 122 20 186120
    Surr: 13C-1234-TCDD 100.0 100 100 100100
    Surr: 13C-2378-TCDD 100.0 80.5 20 17580
    Surr: 13C-12378-PeCDD 100.0 75.9 21 22776
    Surr: 13C-123478-HxCDD 100.0 107 21 193110
    Surr: 13C-123678-HxCDD 100.0 86.1 25 16386
    Surr: 13C-1234678-HpCDD 100.0 92.2 26 16692
    Surr: 13C-OCDD 200.0 47.7 13 19995
    Surr: 13C-123789-HxCDD 100.0 100 100 100100
    Surr: 37Cl-2378-TCDD 100.0 86.7 31 19187

Qualifiers:   

Original 

* Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C Value is below Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND Not Detected at the Reporting Limit O RSD is greater than RSDlimit
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits

RL Reporting Detection Limit S Spike Recovery outside accepted recovery limits U Samples with CalcVal < MDL
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